The online measurement of ground water quality, as one important area of water resource protection, can provide real-time measured water quality parameters and send out warning information in a timely manner when the water resource is polluted. Based on ultraviolet (UV) spectrophotometry, a remote online measurement method is proposed and used to measure the ground water quality parameters chemical oxygen demand (COD), total organic carbon (TOC), nitrate nitrogen (NO 3 -N), and turbidity (TURB). The principle of UV spectrophotometry and the data processing method are discussed in detail, the correlated mathematical modeling of COD and TOC is given, and a confirmatory experiment is carried out. Turbidity-compensated mathematical modeling is proposed to improve the COD measurement accuracy and a confirmatory experiment is finished with turbidity that ranges from 0 to 100 NTU (Nephelometric Turbidity Unit). The development of a measurement instrument to detect the ground water COD, TOC, NO 3 -N, and TURB is accomplished; the test experiments are completed according to the standard specification of China's technical requirement for water quality online automatic monitoring of UV, and the absolute measuring errors of COD, TOC, and NO 3 -N are smaller than 5.0%, while that of TURB is smaller than 5.4%, which meets the requirements for the online measurement of ground water quality.
Introduction
As an important part of fresh water resources, ground water is an important resource that is required for all living things on Earth to survive and it is also the basic resource for human production and living [1] [2] [3] [4] . Many countries are speeding up the construction of ground water monitoring projects, improving ground water monitoring systems, and establishing national groundwater information management systems to enhance the protection of groundwater resources [5, 6] . The online detection methods and design of the detection instruments are important work in the protection of ground water resources [7, 8] .
The main analysis methods in the field of ground water quality analysis are electrochemical analysis [9] [10] [11] , atomic absorption spectrometry (AAS) [12] , gas chromatography [13, 14] , and spectrophotometry [15, 16] . Electrochemical analysis methods have advantages, such as simple operation, fast detection speed, and high precision; however, the service cycle of its electrode is short and the detection process can cause secondary pollution to the environment, which makes this method unsuitable for the field of water quality online monitoring. AAS mainly focuses on the analysis of microelements and it has been widely used in detecting heavy metals in water over recent years. This method requires different light sources to detect different substances, but it is still difficult to use this
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The Measurement Principle of UV Spectrophotometry
The COD concentration (C COD ) in ground water is determined through the absorbance of ultraviolet light at a wavelength of 254 nm; this is because organic matter has a significant absorption effect on the water parameter measurement at the ultraviolet wavelength of 254 nm. Research and experiments have indicated that there is a certain degree of correlation between COD and TOC in a stable water body, so the concentration of TOC (C TOC ) can be indirectly calculated through a linear correlation with COD [25] . The linear correlation between COD and TOC in a stable water body can be expressed as
where the values of A and B can be obtained by modeling a certain groundwater monitoring point to be measured and the units of C TOC and C COD are mg/L. The principle of using UV spectrophotometry to measure the NO 3 -N concentration is similar to that of C COD , but two wavelengths of 220 nm and 275 nm are adopted to measure the NO 3 -N content, because the organic matter and nitrate have quite a strong absorption effect at the ultraviolet wavelength of 220 nm, but nitrate does not have an absorption effect at the ultraviolet wavelength of 275 nm [26] . Taking advantage of this feature, the absorbance at 275 nm (A NO 3 -N,275nm ) can be used to compensate the nitrate at 220 nm (A NO 3 -N,220nm ); subsequently, the final absorbance of nitrate (A NO 3 -N ) used to calculate the nitrate content can be expressed as A NO 3 -N = A NO 3 -N,220nm − 2A NO 3 -N,275nm (
The main methods used to measure turbidity are visual turbidimetry, scattering analysis, and spectrophotometry. Visual turbidimetry means that the observer compares the turbidity of the water sample with that of a standard turbidity solution by visual observation; thus, the results are related to the experience of the observer and they have quite large measurement errors. Scattering analysis detects the turbidity according to the light scattering principle, which can be divided into vertical scattering, forward scattering, and backward scattering based on the receiving angle and direction of scattering lights. Spectrophotometry is a kind of method that is used to measure the turbidity by establishing the relation between the attenuation of incident light and the turbidity based on the Lambert-Beer law, and through measuring the strength of transmission light and incident light, this method is more precise than visual turbidimetry and it is easier than scattering analysis to operate.
In practical ground water quality detection, suspended substances in the extracted ground water can significantly influence the detection precision of COD, TOC, and NO 3 -N; thus, turbidity compensation analysis is an essential step in the instrument measurement method. According to spectral analysis, it can be obtained that the light absorptions of COD and NO 3 -N are almost zero when the wavelength of ultraviolet light is 350 nm [27] , so the system used ultraviolet light with a wavelength of 350 nm as the compensation light and it cooperated with the absorption wavelength of COD to detect the water quality without influence from turbidity.
Modeling and Verification of Linear Correlation
Modeling and Verification of the Linear Correlation of COD and TOC
Two ground water samples in Hangzhou were used for experimental modeling in order to verify the linear correlation of COD and TOC, and these were respectively marked ground water 1 and ground water 2, where ground water 1 was close to surface rivers and ground water 2 was far away from surface rivers. Figure 1 shows the water was sampled from China Jiliang University, Jianggan district of Hangzhou, Zhejiang Province, People's Republic of China.
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Two ground water samples in Hangzhou were used for experimental modeling in order to verify the linear correlation of COD and TOC, and these were respectively marked ground water 1 and ground water 2, where ground water 1 was close to surface rivers and ground water 2 was far away from surface rivers. Figure 1 shows the water was sampled from China Jiliang University, Jianggan district of Hangzhou, Zhejiang Province, People's Republic of China. In the experiment, the ground water types, marked ground water 1 and ground water 2, were respectively extracted as samples, and the CCOD and CTOC were detected using a COD-4200 analyzer (Shimadzu, Japan) and a TOC-LCSH/CSN analyzer (Shimadzu, Japan), respectively. In order to make the linear model of COD and TOC more persuasive, the experimental period was stretched to six months. Eight days per month (except rainy days) were selected for sampling, detecting, and recording; finally, modeling and recorded data analysis were conducted while using Python data analysis software. A dot graphic with the detected CCOD as the x axis and CTOC as y was generated, and then the curvilinear figures that are shown in Figure 2 were obtained by data fitting with the least squares algorithm for ground water 1 and ground water 2, respectively [28] . The linear regression equations of COD and TOC are given in the Figure 2 , the goodness of fits are 0.9538 and 0.8858 for the water 1 and water 2, respectively. It can be seen that there was a good linear correlation between COD and TOC at the water sampling locations; in addition, the correlation was stronger at ground water 1. Therefore, for different ground water areas, the indirect determination In the experiment, the ground water types, marked ground water 1 and ground water 2, were respectively extracted as samples, and the C COD and C TOC were detected using a COD-4200 analyzer (Shimadzu, Japan) and a TOC-LCSH/CSN analyzer (Shimadzu, Japan), respectively. In order to make the linear model of COD and TOC more persuasive, the experimental period was stretched to six months. Eight days per month (except rainy days) were selected for sampling, detecting, and recording; finally, modeling and recorded data analysis were conducted while using Python data analysis software. A dot graphic with the detected C COD as the x axis and C TOC as y was generated, and then the curvilinear figures that are shown in Figure 2 were obtained by data fitting with the least squares algorithm for ground water 1 and ground water 2, respectively [28] . The linear regression equations of COD and TOC are given in the Figure 2 , the goodness of fits are 0.9538 and 0.8858 for the water 1 and water 2, respectively. It can be seen that there was a good linear correlation between COD and TOC at the water sampling locations; in addition, the correlation was stronger at ground water 1. Therefore, for different ground water areas, the indirect determination of the TOC value based on UV spectrophotometry could be realized when the coefficients in equation 1 are obtained by establishing the correlation model of COD and TOC in the ground water areas and obtaining the linear regression equations. Figure 2 . Chemical oxygen demand/total organic carbon (COD/TOC) relationship line of ground water 1 and ground water 2.
Modeling and Verification of the Relation between COD Absorbance and Turbidity
At present, 640 nm wavelength visible light being used as the turbidity compensation light is a commonly accepted method in water quality detection. For the COD and NO3-N parameters in ground water, 350 nm ultraviolet light can be also used as a turbidity compensation light instead of visible light. Figure 3 shoed the absorption spectra of COD and NO3-N standard solution in the ultraviolet spectral region [29] . CTOC is indirectly obtained from CCOD, so it is not discussed here. It can be seen that the absorbance of COD and NO3-N is almost zero when the wavelength of ultraviolet light is 350 nm, so ultraviolet light with a wavelength of 350 nm was used as the compensation light in the instrument system. A Formazin standard turbidity solution of 4000 NTU was diluted into standard turbidity solutions that ranged from 10 to 400 NTU with a gradient of 10 NTU using distilled water; the absorbances of selected different turbidity solutions were measured at the wavelengths of 254 nm and 350 nm using a UV754N visible spectrophotometer (Shanghai Yidian Scientific Instrument Co., Ltd., Shanghai, China) [30] . Figure 4 shows the measured absorbances at the wavelengths of 254 and 350 nm with the solution turbidity. It can be seen that the absorbance at a 254 nm wavelength has a good linear correlation, when the turbidity is from 0 to 100 NTU, but the absorbance at a 350 nm wavelength always remains as a good linear correlation in the range from 0 to 400 NTU; the reason for this characteristic is that the range of absorbance should be controlled within a reasonable section to analyze the relationship between absorbance and concentration based on the Lambert-Beer law. It can be seen that there is a good linear correlation between the absorbance at 254 nm (ATUR,254nm) and the absorbance at 350 nm (ATUR,350nm) in the range from 0 to 100NTU, and the linear correlation equation was obtained as 
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Based on above analysis, when COD in the solution with low turbidity was measured, the A TUR,350nm was firstly measured and transferred to the A TUR,254nm through Equation (3), the calculated A TUR,254nm was used as the absorbance compensated amount. Finally, the absorbance of low turbidity solution the solution at the 254 nm wavelength for COD is the difference between the measured absorbance and the A TUR,254nm . 
Based on above analysis, when COD in the solution with low turbidity was measured, the ATUR,350nm was firstly measured and transferred to the ATUR,254nm through Equation (3), the calculated ATUR,254nm was used as the absorbance compensated amount. Finally, the absorbance of low turbidity solution the solution at the 254 nm wavelength for COD is the difference between the measured absorbance and the ATUR,254nm. Two experiments were carried out to detect CCOD in order to verify the turbidity compensation method's effectiveness; one was carried out with turbidity compensation and the other without the turbidity compensation. Multiple mixtures with different turbidity and COD concentration were produced in 50 mL quantities; the experimental concentrations of the mixtures were (4,10), (8, 20) , (16, 40) , (24, 60) , (32, 80) , (40,100), and (48,120), where the first value is CTOC and the second value indicates the CCOD. All of the mixtures were divided into two groups; one group adopted the turbidity compensation to detect the CCOD directly with the ultraviolet light at 254 nm wavelength, and the other one adopted the turbidity compensation to detect the COD concentration. Table 1 and in Figure 5 detail the measured results. The relative error is defined as the percentage of the absolute error divided by the true value. It can be seen that the relative errors after the compensation were much smaller than those without compensation, which proved that the turbidity compensation method could effectively eliminate the COD detection error that is caused by turbidity and also proved the feasibility of a turbidity compensation model that was established at a 350 nm wavelength. Two experiments were carried out to detect C COD in order to verify the turbidity compensation method's effectiveness; one was carried out with turbidity compensation and the other without the turbidity compensation. Multiple mixtures with different turbidity and COD concentration were produced in 50 mL quantities; the experimental concentrations of the mixtures were (4,10), (8, 20) , (16, 40) , (24, 60) , (32, 80) , (40,100), and (48,120), where the first value is C TOC and the second value indicates the C COD . All of the mixtures were divided into two groups; one group adopted the turbidity compensation to detect the C COD directly with the ultraviolet light at 254 nm wavelength, and the other one adopted the turbidity compensation to detect the COD concentration. Table 1 and in Figure 5 detail the measured results. The relative error is defined as the percentage of the absolute error divided by the true value. It can be seen that the relative errors after the compensation were much smaller than those without compensation, which proved that the turbidity compensation method could effectively eliminate the COD detection error that is caused by turbidity and also proved the feasibility of a turbidity compensation model that was established at a 350 nm wavelength. 
Apparatus Design
System Structure
The system structure of the designed online ground water quality multiple parameter detector, as shown in Figure 6 , is composed of a detection unit, pipe unit, and control unit. The MODBUS-RTU (ModBus Remote Terminal Unit) protocol and GPRS (General Packet Radio Service) protocol were adopted for the remote control requirement. 
Detection Unit
The design of the detection unit, as shown in Figure 7a , is composed of a light source, quartz plano-convex lens, filter lens, front photodiode, quartz cuvette, and post photodiode. The light source, quartz plano-convex lens, and filter lens are used to produce a single-wavelength parallel light; the front photodiode is used to detect the incident light intensity; and, the post photodiode is used to detect transmitted light intensity. The quartz cuvette between the two photodiodes is used to contain the solution that is to be tested. For the optical detector unit, a TU1810 deuterium lamp (Beijing Purkinie General Instrument Company, Beijing, China) was applied as the light source [31, 32] . The filter is composed of two colored glass sheets with an inner surface coating and inner medium sandwiched between the two glass sheets. Figure 7b shows a diagram of the filter. The compound light passes through the filter and then a single-wavelength light can be obtained. Bandpass filters with wavelengths of 220 nm, 254 nm, 275 nm, and 350 nm were selected for the optical detector unit [33] , and Figure 7 shows the transmitted light spectrum. The designed automatic switching filter mechanism that is shown in Figure 7c implemented the switching method of the filter. It is composed of a switching disc, U-photoelectric switch, and 12 V stepping motor. Figure 7e shows the completed optical detector unit. 
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Detection Unit
The design of the detection unit, as shown in Figure 7a , is composed of a light source, quartz plano-convex lens, filter lens, front photodiode, quartz cuvette, and post photodiode. The light source, quartz plano-convex lens, and filter lens are used to produce a single-wavelength parallel light; the front photodiode is used to detect the incident light intensity; and, the post photodiode is used to detect transmitted light intensity. The quartz cuvette between the two photodiodes is used to contain the solution that is to be tested. For the optical detector unit, a TU1810 deuterium lamp (Beijing Purkinie General Instrument Company, Beijing, China) was applied as the light source [31, 32] . The filter is composed of two colored glass sheets with an inner surface coating and inner medium sandwiched between the two glass sheets. Figure 7b shows a diagram of the filter. The compound light passes through the filter and then a single-wavelength light can be obtained. Bandpass filters with wavelengths of 220 nm, 254 nm, 275 nm, and 350 nm were selected for the optical detector unit [33] , and Figure 7 shows the transmitted light spectrum. The designed automatic switching filter mechanism that is shown in Figure 7c implemented the switching method of the filter. It is composed of a switching disc, U-photoelectric switch, and 12 V stepping motor. Figure 7e shows the completed optical detector unit. It is necessary to detect the incident intensity and the transmitted intensity based on the UV spectrophotometry that is used to measure the water quality parameters. It is easier to detect the transmitted intensity when the photodiode is directly installed behind the quartz cuvette, but, for detecting the transmitted intensity, the influence of the optical detector unit on the transmitted intensity should be considered. The light path of the transmitted light is affected by the structure if the photodiode is directly located in front of the quartz cuvette. Therefore, an incident intensity detection mechanism was designed to achieve accurate measurement of the incident intensity. The photodiode is moved into the light path for detecting the incident intensity and it is then moved out of the light path after finishing the detection; this avoids the influence of the photodiode on the incident intensity. The detecting mechanism of incident intensity, as shown in Figure 8 , is mainly composed of a slider, screw, stepper motor, photodiode, and U-shape photoelectric switch. The sliding rail screw is rotated by the stepper motor to drive the sliding block and then drive the photodiode on the sliding block. The photodiode is installed at the fixed rod and its position can be adjusted by sliding up or down to ensure that the photodiode and the light path are at the same level. A U photoelectric switch was added at the end of the slider and a shading stick was equipped to the front side of the slider in order to make sure that the photodiode can pass through the optical path when detecting the incident intensity. The shading stick triggers the U photoelectric switch to make sure that the slider can slide back and forth once, then to make sure that the photodiode should pass through the optical path once. It is necessary to detect the incident intensity and the transmitted intensity based on the UV spectrophotometry that is used to measure the water quality parameters. It is easier to detect the transmitted intensity when the photodiode is directly installed behind the quartz cuvette, but, for detecting the transmitted intensity, the influence of the optical detector unit on the transmitted intensity should be considered. The light path of the transmitted light is affected by the structure if the photodiode is directly located in front of the quartz cuvette. Therefore, an incident intensity detection mechanism was designed to achieve accurate measurement of the incident intensity. The photodiode is moved into the light path for detecting the incident intensity and it is then moved out of the light path after finishing the detection; this avoids the influence of the photodiode on the incident intensity. The detecting mechanism of incident intensity, as shown in Figure 8 , is mainly composed of a slider, screw, stepper motor, photodiode, and U-shape photoelectric switch. The sliding rail screw is rotated by the stepper motor to drive the sliding block and then drive the photodiode on the sliding block. The photodiode is installed at the fixed rod and its position can be adjusted by sliding up or down to ensure that the photodiode and the light path are at the same level. A U photoelectric switch was added at the end of the slider and a shading stick was equipped to the front side of the slider in order to make sure that the photodiode can pass through the optical path when detecting the incident intensity. The shading stick triggers the U photoelectric switch to make sure that the slider can slide back and forth once, then to make sure that the photodiode should pass through the optical path once. 
Pipeline Unit
With the development of water quality detectors, detectors with automatic water sampling and pipe cleaning have been widely sought. Thus, we designed the pipe unit with functions of automatic water sampling and pipe cleaning. The pipe unit structure that is shown in Figure 9a is composed of liquid level sensors, a water tank, a 12 V miniature vacuum self-priming water pump, a quartz cuvette, a 5 V normally-closed electromagnetic water valve, an inlet for liquid to be tested, a waste outlet, and a clear water inlet. The operating modes of the pipe unit are extracting the solution to be tested and clearing the pipe; Figure 9b shows the finished pipe unit. 
System Control Unit
The system control unit is composed of a power circuit, control and detection circuit, communication circuit, and a minimum control system that is based on an STM32 microcomputer. The control and detection circuit consists of a liquid level detection module, electromagnetic valve and water pump control module, motor control module, and light intensity detection module, while the communication circuit is composed of an RS232 serial port communication module and a GPRS transmission module; Figure 10 shows the finished instrument. The software design of the instrument includes the STM32 system control program, communication program, and the interface program of human-computer interaction via touch screen. The detection interface shown in Figure  10 is divided into the key area and the parameter display area. 
Pipeline Unit
Experiment
The four ground water quality parameters COD, NO3-N, TURB, and TOC were detected by the implemented instrument based on the specifications of "Technical Requirements for Automatic Monitoring of Ultraviolet (UV) Absorption Water Quality", as implemented by the Environmental Protection Department of the People's Republic of China on November 11, 2005. The detection solutions according to the China National Standards were a 1000 mg/L COD standard solution, a 1000 mg/L TOC standard solution, a 1000 mg/L NO3-N standard solution, and a 4000 mg/L turbidity standard solution. Table 2 shows the parameters of the standard solutions. 
COD Detection Experiment
We diluted the 1000 mg/L COD standard solution with distilled water to 10 different concentrations of COD standard test solutions. The wavelength of the instrument was adjusted to 254 nm and the prepared 10 different concentrations of COD standard test solutions were detected; Table 3 (4) where ACOD,254nm is the absorbance and CCOD_T is the concentration of the COD standard solution. It can be seen that there is a good linear correlation between COD and the absorbance in a certain concentration range [34] . We can detect the COD standard solutions with different concentrations to avoid the contingency of indication error. We detected the COD standard solution of the same concentration four times, and Table 4 lists the detected results. The maximum measured error was less than 4.79% in the concentration range from 0 to 500 mg/L. 
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We diluted the 1000 mg/L COD standard solution with distilled water to 10 different concentrations of COD standard test solutions. The wavelength of the instrument was adjusted to 254 nm and the prepared 10 different concentrations of COD standard test solutions were detected; Table 3 lists the measured results. According to the measured results in the table, a linear fitting method was adopted to analyze the measured results; the curve equation can be expressed as
where A COD,254nm is the absorbance and C COD_T is the concentration of the COD standard solution.
It can be seen that there is a good linear correlation between COD and the absorbance in a certain concentration range [34] . We can detect the COD standard solutions with different concentrations to avoid the contingency of indication error. We detected the COD standard solution of the same concentration four times, and Table 4 lists the detected results. The maximum measured error was less than 4.79% in the concentration range from 0 to 500 mg/L. 
TOC Detection Experiment
The measurement method for the TOC detection was similar to that for COD detection. The TOC standard solution was diluted to 10 different concentrations of TOC standard test solutions. The wavelength of the instrument was adjusted to 254 nm and the diluted 10 different concentrations of TOC standard test solutions were detected; Table 5 lists the measured absorbances. According to the measured results in Table 5 , a linear fitting method was adopted to analyze the measured results; and the curve equation can be expressed as
where A TOC,254nm is the absorbance and C TOC_T is the concentration of the TOC standard solution.
It can be seen that there is a good linear correlation between TOC and the absorbance for concentrations, which range from 0 to 100 mg/L. We detected the TOC standard solution of the same concentration 4 times to avoid the contingency of indication error. The detected results are listed in Table 6 and the maximum measured error was less than 4.89% in the concentration range from 10 to 100 mg/L. 
NO 3 -N Detection Experiment
The NO 3 -N standard solution was diluted to 10 different concentrations of NO 3 -N standard test solutions. According to the detection method for NO 3 -N, ultraviolet light with wavelengths of 220 nm and 275 nm were used to detect the different concentrations of the NO 3 -N standard solutions [35] . Table 7 lists the measured absorbances at 220 nm (A NO3-N,220nm ) and 275 nm (A NO3-N,275nm ). Based on the experimental results, the fitted curve equation that was calculated by the absorbance correction formula is given by A NO 3 -N,220nm = 0.013519C NO 3 -N_T + 0.00112648 (6) where C NO3-N_T is the concentration of the NO 3 -N standard solution. We detected the NO 3 -N standard solution of the same concentration four times to avoid the contingency of indication error. Table 8 lists the detected results, and the maximum measured error was less than 4.83% in the concentration range from 1.0 to 10.0 mg/L. 
TURB Detection Experiment
The Formazin standard solution was diluted to 10 different concentrations of turbidity standard test solutions. According to the detection method for turbidity, ultraviolet light with a wavelength of 350 nm was used to detect the different concentrations of turbidity standard solutions. Table 9 lists the measured absorbance (A TUR,350nm ) values, and, based on the experimental results, the fitted curve equation was obtained as A TUR,350nm = 0.0022C TUR_T + 0.0157 (7) where C TUR_T is the concentration of the turbidity standard solution. We detected the turbidity standard solution of the same concentration four times to avoid the contingency of indication error. Table 10 lists the detected results, and the maximum measured error was less than 5.84% in the concentration range from 0 to 400 NTU. 
Conclusions
In this paper, based on UV spectrophotometry, a remote online measurement method was proposed and used to measure the ground water quality parameters COD, TOC, NO 3 -N, and TURB. The principle of UV spectrophotometry and the data processing method were discussed in detail. The following conclusions were drawn based on the theoretical analysis and experimental results.
(1) The ground water quality parameters COD, TOC, NO 3 -N, and TURB were detected by the designed instrument and the detected relative errors were smaller than 5.0%, which proves that the proposed method of measuring multiple parameters of ground water quality based on UV spectrophotometry is feasible. (2) There is a certain correlation between COD and TOC in a stable water body. TOC content can therefore be obtained indirectly from detected COD through the linear correlation to COD; the experiment verified this.
(3) The suspended substances in ground water have significant influences on the detection of COD, TOC, and NO 3 -N, so carrying out turbidity compensation analysis of the system when the COD, TOC, and NO 3 -N are detected is an essential step. For detecting the COD concentration of the ground water, the absorbance at the wavelength of 350 nm could be measured in advance and transferred to the absorbance at the wavelength of 254 nm based on Equation (3). (4) The wavelengths of 220 nm and 275 nm were used to measure the NO 3 -N concentration, because both organic matter and NO 3 -N have a strong absorption effect at 220 nm of ultraviolet light, but NO 3 -N does not have an absorption effect at 275 nm.
Our future work will focus on the study of NO 3 -N turbidity compensation. In the process of water quality detection, except for suspended substances, there is also other water-soluble matter, which may affect the detection, so we shall reduce the impact of these matters on the detection, so as to further improve the detection precision of the instrument.
